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Preliminary Experience of Neuroform Atlas Stenting as a 
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tomy Caused by Residual Intracranial Atherosclerotic 
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Objective : The low-profile Neuroform Atlas stent can be deployed directly without an exchange maneuver by navigating into the 
Gateway balloon. This retrospective study assessed the safety and efficacy of Neuroform Atlas stenting as a rescue treatment after failure 
of mechanical thrombetomy (MT) for large artery occlusion.
Methods : Between June 2018 and December 2019, a total of 31 patients underwent Neuroform Atlas stenting with prior Gateway 
balloon angioplasty after failure of conventional MT caused by residual intracranial atherosclerotic stenosis (ICAS). Primary outcomes 
were successful recanalization and patency of the vessel 24 hours after intervention. Secondary outcomes were vessel patency after 14 
days and 3-month modified Rankin Scale. Peri-procedural complications, intracerebral hemorrhage (ICH), and 3-month mortality were 
reviewed.
Results : With a 100% of successful recanalization, median value of stenosis was reduced from 79.0% to 23.5%. Twenty-eight patients 
(90.3%) showed tolerable vessel patency after 14 days. New infarctions occurred in three patients (9.7%) over a period of 14 days; two 
patient (6.5%) underwent stent occlusion at 24 hours, and the other patient (3.2%) with delayed stent occlusion had a non-symptomatic 
dot infarct. There were no peri-procedural complications. Two patients (6.5%) developed an ICH immediately after the procedure with 
one of them is symptomatic.
Conclusion : Neuroform Atlas stenting seems to be an effective and safe rescue treatment modality for failed MT with residual ICAS, 
by its high successful recanalization rate with tolerable patency, and low peri-procedural complication rate. Further multicenter and 
randomized controlled trials are needed to confirm our findings.
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INTRODUCTION

Mechanical thrombectomy (MT) is the primary approach 

used to treat acute ischemic stroke (AIS) caused by large artery 

occlusion (LAO). MT techniques are constantly evolving, and 

stent retrievers, contact aspiration, and combined techniques 

http://crossmark.crossref.org/dialog/?doi=10.3340/jkns.2020.0146&domain=pdf&date_stamp=2021-03-01
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have resulted in reperfusion rates close to 90%3,9,11,16). In the era 

of MT, it is important to determine the appropriate strategy 

for acute LAO refractory to conventional MT. In such cases, 

rescue therapies, including balloon angioplasty, stent angio-

plasty, and intra-arterial glycoprotein IIb/IIIa antagonist in-

jection should be considered13,24,28). Moreover, stent angioplas-

ty to restore blood f low should be considered, especially in 

Asian patients with atherosclerosis-related in situ stenosis or 

occlusion, because acute LAO with underlying intracranial 

atherosclerotic stenosis (ICAS) is more common in Asian 

populations than in Western populations21). Several previous 

studies have reported outstanding procedural and clinical 

outcomes for stent angioplasty using self-expanding stents 

such as the Neuroform (Stryker Neurovascular, Kalamazoo, 

MI, USA), Enterprise stent (Codman Neurovascular, Rayn-

ham, MA, USA), Wingspan (Stryker Neurovascular), or de-

tachable stent retriever Solitaire FR (Covidien, Irvine, CA, 

USA) in cases with failure of MT4,7,14,18,21,26).

The Wingspan stent, whose efficacy has been demonstrated 

in several trials, is the most widely used intracranial stent1,6). It 

is a self-expanding nitinol stent designed for treatment of se-

vere symptomatic ICAS in coordination with use of the Gate-

way angioplasty balloon (Boston Scientific, San Leandro, CA, 

USA)1). Recently, the Wingspan Stent System Post Market 

Surveillance (WEAVE) trial revealed that use of the Wingspan 

stent for ICAS was associated with a low peri-procedural com-

plication rate and excellent safety profile1). However, the 

Wingspan and Gateway balloon system has the significant 

disadvantage of need to exchange the wire in the device with 

longer (300 cm, 0.014 inch) wire. In addition, one of the rea-

sons for poor outcomes in the Stenting and Aggressive Medi-

cal Management for Preventing Recurrent stroke in Intracra-

nial Stenosis (SAMMPRIS) trial was occurrence of ipsilateral 

cerebral hemorrhage, which may be associated with the intra-

cranial exchange maneuver6). The newly developed, low-pro-

file Neuroform Atlas (Stryker Neurovascular, Fremont, CA, 

USA) is a nitinol self-expanding, hybrid/open cell stent that 

can be delivered through a 0.017-inch compatible microcathe-

ter5). This stent can be deployed directly by navigating into the 

Gateway balloon without an exchange maneuver and offers 

improved navigability and better conformability and stability, 

especially in tortuous vascular anatomy19). For these reasons, 

the authors performed permanent stenting with a Neuroform 

Atlas stent and prior balloon angioplasty in cases with refrac-

tory to conventional MT due to residual ICAS. The purpose of 

this retrospective study was to evaluate the safety and efficacy 

of this new device as a rescue treatment modality after failure 

of MT for LAO with underlying ICAS.

MATERIALS AND METHODS

Study population and imaging follow up
This study, based on prospectively collected data and retro-

spective review, was approved by the Institutional Review 

Board of St. Vincent's Hospital (IRB No. VC20RISI0067) of 

each participating center. Between June 2018 and December 

2019, 214 cases of MT for LAO were performed, and the Neuro-

form Atlas stent was used to treat 31 cases of failed conventional 

MT with residual ICAS. All of intracranial stenting in this 

study was performed with the Neuroform Atlas stent and prior 

balloon angioplasty with the Gateway balloon, and the neuro-

interventionalists decided to use the Neuroform Atlas stent 

based on clinical symptoms and angiographic findings of each 

patient. Target arteries for stenting were as follows : distal inter-

nal carotid artery (ICA), middle cerebral artery (MCA) M1 seg-

ment, and basilar artery (BA). Percentage stenosis of the target 

lesion was measured as the most severe stenosis with reference 

to the normal luminal diameter of the target arterial segment 

by digital subtraction angiography. All procedures were per-

formed under conscious sedation with continuous blood pres-

sure (BP) monitoring to avoid intra-procedural hypotension or 

hypertension. During the post-procedural period, patients were 

typically monitored in Neuro Intensive Care units for at least 

24 hours for critical care, with BP monitoring to reduce the risk 

for reperfusion hemorrhage. All patients underwent computed 

tomography (CT) immediately after the intervention to evalu-

ate hemorrhage, and vessel status with occurrence of hemor-

rhage was evaluated by computed tomography angiography 

with perfusion (CTAP) map at 24 hours after the procedure 

(CTAP imaging protocol is described in Supplementary Fig. 

1)23). Fourteen days after the procedure, magnetic resonance 

angiography (MRA) with diffusion-weighted imaging (DWI) 

was performed to evaluate vessel status and occurrence of new 

ischemic stroke.

Neuroform Atlas stent system
Neuroform Atlas is a self-expanding nitinol stent with a 
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mixed open-cell/closed-cell design. The stent can be delivered 

via a 0.0165 inch or 0.017 inch microcatheter. Images of the 

Neuroform Atlas stent are provided in Fig. 1; note the three 

radiopaque markers at each end. The stent has an open-cell 

structure through most of its length, with the exception of its 

closed-cell proximal end, which increases device stability 

when re-crossing with a microcatheter19). The mix of open and 

closed cells in the stent design is supposed to improve stability 

within the vessel via the closed cells at the proximal end while 

providing high f lexibility, even in tortuous vessels, through 

the open cells in the middle. Owing to the mostly open-cell 

design, re-sheathing of the stent is not possible12). There is very 

little or no foreshortening with stent release, which improves 

the accuracy of stent placement. Available stent lengths are 15, 

21, 24, and 30 mm, and stent diameter ranges from 3 mm to 

4.5 mm; these stents can be placed in vessels with diameters 

ranging from 2 to 4.5 mm20).Fig. 1. Illustration of the Neuroform Atlas stent with W-shaped cells and 
alternating cell count per row. Pictures were provided courtesy of 
Stryker.

Fig. 2. An example of a case with balloon angioplasty and intracranial stenting using the Neuroform Atlas stent followed by mechanical thrombectomy 
for basilar artery (BA) occlusion with stenosis. A : Initial angiography revealed BA trunk occlusion. B : Severe stenosis of the BA trunk was confirmed by 
angiography with the Trevo stent retriever deployed. C : Angiography after Trevo stent retrieval also showed BA trunk stenosis status. D : Balloon 
angioplasty was performed for the severe stenotic lesion of BA trunk with a 2.5×15 mm sized Gateway balloon (black dot arrow : Gateway balloon). E : 
Serially, a 3.0×21 mm-sized Neuroform Atlas stent was delivered directly through the lumen of the angioplasty Gateway balloon. Follow-up 
angiography after Neuroform Atlas stent deployment revealed significantly improved BA trunk stenosis (white and black arrows : distal and proximal 
markers of the Neuroform Atlas stent, respectively). F : Maximum intensity projection coronal image of computed tomography angiography with 
perfusion performed 24 hours after the intervention showed tolerable BA flow with the Neuroform Atlas stent.
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Endovascular technique
After failure of conventional MT for LVO with AIS, intra-

cranial Neuroform Atlas stenting and prior Gateway balloon 

angioplasty was performed as a rescue therapy in cases with 

identified residual stenosis greater than 70% during MT. In-

clusion criteria as follows : 1) identified residual ICAS greater 

than 70% with re-occlusion after MT and 2) insufficient distal 

f low restoration despite recanalization after MT. Prior to 

thrombectomy, intravenous (IV) tissue plasminogen activator 

(t-PA, alteplase) was administered within 4.5 hours after 

stroke onset at a maximum dose of 0.9 mg/kg in accordance 

with the European Cooperative Acute Stroke Study (ECASS) 

III trial10). MT with Solitaire Platinum (Medtronic, Dublin, 

Ireland) or Trevo XP Provue (Stryker Neurovascular, Fre-

mont) stent retriever was performed to the LAO. In 20 patients 

(64.5%), simultaneous aspiration was applied for combined 

technique with 5Fr SOFIA (Sofia 5, MicroVention-Terumo, 

Tustin, CA, USA) or 6Fr AXS Catalyst 6 (CAT6, Stryker Neu-

rovascular, Mountain View, CA, USA). An 8Fr balloon-guid-

ing catheter (BGC) (FlowGate2, FG2; Stryker Neurovascular, 

Fremont) was used in 24 patients (77.4%). All patients received 

heparin with initiation of intervention, and 22 patients (70.9%) 

received intra-arterial (IA) tirofiban over 5 minutes (0.05 mg/min) 

before stenting, for residual thrombus after MT. In contrast, a 

loading dose of dual antiplatelet medications (300 mg aspirin 

and 300 mg clopidogrel) were applied in patients who have not 

used IA tirofiban, immediately before the balloon angioplasty 

and intracranial stenting. Under roadmap guidance, an over-

the-wire balloon (Gateway balloon) was to pass the lesion with 

0.014 microwire (200 cm). Balloon angioplasty was performed 

with the nominal diameter at 6 atmospheres set to 80% of the 

true luminal diameter or about 60% of the luminal diameter 

in lesions directly adjacent to visible perforators8). Under-dila-

tion of balloon is recommended to avoid arterial dissection, 

vessel rupture, and the snowplow effect of compressed plaque 

on perforator arteries1). After performing angioplasty of the 

stenosis with the Gateway balloon, the Neuroform Atlas stent 

was delivered directly through the lumen of the Gateway bal-

loon without a need for an intracranial exchange maneuver. 

Stent diameter was at least 1 mm wider than that of the target 

Fig. 3. Representative case of balloon angioplasty with the Gateway balloon and Neuroform Atlas stent deployment followed by mechanical 
thrombectomy in internal carotid artery (ICA) stenosis with occlusion. A and B : After mechanical thrombetomy with the stent retriever, follow-up 
angiography showed severe stenosis of the left distal ICA. C and D : Over-the-wire balloon (3.0×15 mm sized Gateway balloon) was delivered to the 
lesion of left distal ICA stenosis by Traxcess micro-wire guidance (black dotted arrow : Gateway balloon). E and F : Balloon angioplasty at the stenotic 
lesion was performed with a Gateway balloon (black dotted arrow : Gateway balloon). G and H : Neuroform Atlas stent (4.0×24 mm) was delivered 
directly through the lumen of the angioplasty balloon without the need for an intracranial exchange maneuver (white and black arrows : distal and 
proximal markers of the Neuroform Atlas stent, respectively).
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vessel, and the exceeding length of the stent was at least 5 mm 

longer than that of the target lesion (see illustrative cases in 

Figs. 2 and 3). During the post-thrombectomy period, if there 

was no evidence of hemorrhage on the CT scan performed 

immediately after procedure, a maintenance dose of 0.05 µg/

kg/min of tirofiban was pumped intravenously during 24 

hours, in patients who used IA tirofiban. Patients received 

dual antiplatelet therapy with daily aspirin (100 mg) and clop-

idogrel (75 mg), in addition to a statin during the post proce-

dural period. Seven days after intervention, reactivity toward 

antiplatelet therapy was assessed with the P2Y12 test (Veri-

fyNow; Accumetrics, San Diego, CA, USA) to identify opti-

mal therapeutic platelet reactivity (95≤ platelet reactivity unit 

[PRU] ≤219), and medication changes were permitted for pa-

tients with low platelet reactivity (PRU <95) or high platelet 

reactivity (PRU >219)22).

Outcome and complications
Multivariable factors of patient sex, age, risk factors (hyper-

tension [HTN], diabetes mellitus [DM], atrial fibrillation [AF], 

coronay artery disease [CAD], smoking), prior stroke or tran-

sient ischemic attack (TIA), lipid profiles (high-density lipo-

protein [HDL] cholesterol, low-density lipoprotein [LDL] cho-

lesterol, triglyceride [TG]), application of IV t-PA, value of 

PRU, application of IA or IV tirofiban, site of arterial occlu-

sion or stenosis, National Institutes of Health Stroke Scale 

(NIHSS) score (range, 0–42 with a higher score indicating 

more severe neurologic deficit), and modified Rankin Scale 

(mRS) score at 3 months were reviewed. Procedure time was 

defined as the time from groin puncture to MT and balloon 

angioplasty with stenting. Procedural details were evaluated 

according to device and comprised rate of pre- and post-stent-

ing stenosis and pressure and duration of Gateway balloon 

angioplasty. Primary outcomes were evaluated as successful 

recanalization, which was defined as thrombolysis in cerebral 

infarction (TICI) scores of 2b or 327), and patency of the intra-

cranial vessel after stenting, which was evaluated by CTAP 24 

hours after intervention. Secondary outcome of intracranial 

vessel patency as revealed by MRA 14 days from the interven-

tion and the 3-month mRS was also evaluated. Various com-

plications, such as peri-procedural complication (in-stent oc-

clusion or thrombus, arterial dissection or perforation), 

intracerebral hemorrhage (ICH), new infarction within 14 

days, and 3-month mortality were reviewed. All multimodal 

factors and clinical data were analyzed by all authors.

Statistical analyses
All data were analyzed using Stata Statistical software, ver-

sion 15 (Stata, College Station, TX, USA). Categorical variables 

are expressed as absolute values (percentages), and quantita-

tive variables as mean (±standard deviation [SD]) or median 

(range), as appropriate.

Table 1. Demographic factors

Baseline characteristic Total (n=31)

Female 11 (35.5)

Age (years) 66.4±12.9

Hypertension 18 (58.1)

Diabetes mellitus 11 (35.5)

Atrial fibrillation 7 (22.6)

Coronary artery disease 5 (16.1)

Smoking 8 (25.8)

Prior stroke or transient ischemic 
attack

7 (22.6)

Dyslipidemia 16 (51.6)

Cholesterol (mmol/L) 169.2±43.2

HDL (mmol/L) 49.1±11.8

LDL (mmol/L) 102.9±31.1

Triglyceride (mmol/L) 94.3±41.5

Body mass index 29.6±5.6

Left hemisphere stroke 14 (45.2)

Tissue-plasminogen activator 9 (29.0)

Initial NIHSS 5.6±3.4, 4.5 (1, 14)

Baseline mRS* 0.6 (0.6), 0.0 (0, 2)

Target artery

Middle cerebral artery 18 (58.1)

Distal internal carotid artery 5 (16.1)

Basilar artery 8 (25.8)

Anti-thrombotics

Intra-arterial tirofiban 22 (70.9)

Intravenous tirofiban 21 (67.7)

PRU 205.7±50.9, 205.0 (98, 286)

Values are presented as mean±standard deviation, median (range 
[min, max]), or number (%). *Ranges from 0 to 6. HDL : high-density 
lipoprotein cholesterol, LDL : low-density lipoprotein cholesterol, NIHSS : 
National Institutes of Health Stroke Scale, mRS : modified Rankin Scale, 
PRU : platelet reactivity unit (P2Y12 result)
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RESULTS

Demographic data
Eleven patients (35.5%) were female, and the mean age of 

patients was 66.4 years (SD, 12.9). The rates of HTN, DM, AF, 

CAD, smoking, prior stroke or TIA, and dyslipidemia were 

58.1%, 35.5%, 22.6%, 16.1%, 25.8%, 22.6%, and 50.0%, re-

spectively. Mean lipid levels were as follows : cholesterol 169.2 

mmol/L (SD, 43.2), HDL 49.1 mmol/L (SD, 11.8), LDL 102.9 

mmol/L (SD, 31.1), and TG 94.3 mmol/L (SD, 41.5). Mean 

body mass index was 29.6 (SD, 5.6), and 14 patients (42.2%) 

experienced left hemisphere stroke. In nine patients (29.0%), 

IV t-PA was applied prior to intervention. Mean initial NIHSS 

was 5.6 (SD, 3.4; median, 4.5; range, 1–14), and baseline mRS 

was 0.6 (SD, 0.6; median, 0; range, 0–2). Target artery distri-

bution was the MCA in 18 patients (58.1%), distal ICA in five 

patients (16.1%), and BA in eight patients (25.8%). The appli-

cation rates of IA and IV tirofiban were 70.9% (22 patients) 

and 67.7% (21 patients), respectively. Mean PRU value was 

205.7 (SD, 50.9; median, 205.0; range, 98–286) (Table 1).

Procedural details, outcomes and complications
One interventionalist (A) performed 18 procedures, while 

the others were performed by a second interventionalist (B). 

BGC was used in 24 patients (77.4%), and 20 patients (64.5%) 

underwent MT with the combined technique. Fifteen Solitaire 

and 16 Trevo stent receivers were used. Median procedure 

time was 52 minutes (range, 39–152). Mean baseline stenosis 

of the target artery was 80.2% (SD, 4.4; median, 79.0; range, 

74–88), and mean post-stenting stenosis was 23.8% (SD, 6.8; 

median, 23.5; range, 13–41). Mean balloon inflation pressure 

was 6.4 atm (SD, 2.6), and median balloon inflation pressure 

was 6.0 atm, with a range of 4–12 atm. The mean and median 

values of balloon inflation time were 64.7 seconds (SD, 32.4) 

and 55.0 seconds (range, 15–150), respectively. Successful re-

canalization was achieved in all patients (100%), and CTAP 

follow-up was performed 24 hours after the procedure. Twen-

ty-nine of the 31 patients (93.5%) showed tolerable vessel pa-

tency with perfusion status 24 hours after stenting. MRA was 

performed after 14 days, and vessel patency of the peri-stent 

was good at 28 patients (90.3%). Overall, stent occlusion was 

observed in three patients during 14 days. There were no peri-

procedural complications, such as stent occlusion, in-stent 

thrombus, dissection, or vessel perforation. In two patients 

(6.5%), an ICH developed immediately after the procedure, 

but only one case (3.2%) is symptomatic. Three patients (9.7%) 

had a new infarction on DWI at 14 days after the procedure : 

two of these patients underwent stent occlusion on CTAP at 

24 hours, while the other patient had a non-symptomatic dot 

infarct even though stent occlusion was showed on the MRA 

at 14 days. One patient died of ICH, and other died of a medi-

cal condition within 3 months after the intervention (6.5% of 

3-month mortality rate) (Table 2).

DISCUSSION

The results of this study indicate that, in patients with fail-

Table 2. Procedural details and outcomes

Procedural detail Total (n=31)

Interventionalists (A : B) 18 : 13

Use of BGC 24 (77.4)

Combined technique 20 (64.5)

Stent retriever (Solitaire : Trevo) 15 : 16

Procedure time (minutes) 59.0±17.5, 52 (39, 152) 

Baseline stenosis (%) 80.2±4.4, 79.0 (74, 88)

Post stenting stenosis (%) 23.8±6.8, 23.5 (13, 41)

Balloon inflation pressure (atm) 6.4±2.6, 6.0 (4, 12)

Balloon inflation duration (seconds) 64.7±32.4, 55.0 (15, 180)

Outcomes

Successful recanalization* 31 (100.0)

CTAP follow up 31 (100.0)

CTAP patency at 24 hours 29 (93.5)

MRA patency at 14 days 28 (90.3)

3 months mRS† 1.6±1.7, 1.0 (0, 6)

Complications

Peri-procedural 0 (0.0)

Stent occlusion or in-stent thrombus 0 (0.0)

Arterial dissection 0 (0.0)

Vessel perforation 0 (0.0)

Intracerebral hemorrhage 2 (6.5)

Symptomatic intracerebral hemorrhage 1 (3.2)

14 days new infarction 3 (9.7)

3 months mortality 2 (6.5)

Values are presented as mean±standard deviation, median (range 
[min, max]), or number (%). *Thrombolysis in cerebral infarction 2b or 
3. †Ranges from 0 to 6. BGC : balloon guide catheter, CTAP : computed 
tomography angiography with perfusion, MRA : magnetic resonance 
angiography, mRS : modified Rankin Scale
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ure of MT caused by residual ICAS, permanent stenting with 

a Neuroform Atlas stent with prior Gateway balloon angio-

plasty resulted in 100% successful recanalization. There were 

no peri-procedural complications, and only three patients 

(9.7%) underwent stent occlusion, while the other 28 (90.3%) 

showed tolerable vessel patency during 14 days after the pro-

cedure. In addition, there was only one case of symptomatic 

ICH (3.2%). These findings suggest that Neuroform Atlas 

stenting followed by Gateway balloon angioplasty is a safe and 

effective procedure and could be a rescue treatment modality 

for ICAS refractory to conventional MT.

The efficacy and safety of permanent stenting with various 

stents, Solitaire FR or self-expandable stents, such as the En-

terprise, Neuroform, and Wingspan for recanalization of 

acute stroke have been evaluated in several previous stud-

ies2,4,15,17,21). In these studies, successful recanalization rates 

ranged from 83.3% to 100%, and ICH occurred in 5.6 to 11.3%  

of cases. Although different classification criteria were applied 

to each study, the results of our study (successful recanaliza-

tion rate of 100%, symptomatic ICH rate of 3.2%) are not in-

ferior to those reported in previous studies. Compared to oth-

er studies for stent angioplasty in symptomatic ICAS without 

acute occlusion, the SAMMPRIS trial with Wingspan stent 

revealed a high rate of perioperative complications such as 

peri-procedural stroke, bleeds, and death rate of 14.7%6). The 

recently announced WEAVE trial with Wingspan stent re-

ported an event-free rate of 97.4% over 72 hours with a non-

fatal stroke rate of 1.3% and mortality rate of 1.3%1). Median 

stenosis value in our study and the WEAVE trial decreased 

from 79.0% to 23.5% and from 82.0% to 27.5%, respectively. 

It is difficult to directly compare the results of the SAMM-

PRIS and WEAVE trials that involved antiplatelet pre-medica-

tion and well-planned treatment with those of our study 

where we performed emergency intervention for refractory 

occlusion or residual ICAS after conventional MT. However, 

our study showed non-inferior results compared to the 

SAMMPRIS and WEAVE trials with regard to peri-procedur-

al complications and other results, even though we performed 

our procedures without antiplatelet pre-medication.

The main advantage of permanent stenting with the Neuro-

form Atlas is that it can be deployed directly into the Gateway 

balloon without an exchange maneuver. This simple proce-

dure is possible because the Neuroform Atlas stent can be de-

livered via a 0.0165 inch or 0.017 inch microcatheter and has 

high f lexibility and navigability5,19,20). In addition, accurate 

stent deployment is possible with little stent shortening and 

expansion failure due to the open-cell structure of the stent 

through most of its length, with the exception of the closed-

cell proximal end20). Wingspan stent, which is widely used in 

ICAS treatment, has a high radial force and is more rigid than 

the Neuroform Atlas stent29). Wingspan stent also requires ex-

change maneuvers through long wires after Gateway balloon 

angioplasty. These characteristics can create various proce-

dure-related complications during Wingspan stenting, and 

some studies have shown that the learning curve is a factor in-

f luencing successful Wingspan stenting1,25). Complex ICAS 

cases, such as those with tortuous vascular segments, long 

(>15 mm) lesions, and arterial bifurcations are associated with 

higher rates of complications and render Wingspan stenting 

particularly difficult7). Use of Neuroform Atlas stenting in 

ICAS can reduce these peri-procedural complications even for 

interventionalists who do not have extensive experience by al-

lowing smoother navigation with no exchange maneuver.

There are a few technical considerations and need for cau-

tions in Neuroform Atlas stenting through Gateway balloon. 

First, the stability of device may be deteriorated in tortuous or 

angulated vessel, because recent version of Neuroform Atlas 

stent has no tip. In these cases, better stability can be achieved 

by using an intermediate catheter. Second, re-sheating or ad-

justment of stent position after deployment was impossible 

due to open-cell characteristic of stent. Furthermore, re-pas-

sage of gateway balloon through deployed Neuroform Atlas 

stent for post-stenting balloon angioplasty is not possible 

caused by its open cell without tip nature. Third, distal marker 

of Gateway balloon is not the real distal end of balloon cathe-

ter but the distal part of balloon, so the proximal marker of 

Neuroform Atlas stent should be passed far more than distal 

marker of gateway balloon, to be fully deployed.

The major limitations of this study are its relatively small 

sample size and its retrospective, non-blinded nature. We had 

described an off-label application of Neuroform Atlas stent for 

intracranial stenting as a rescue therapy in failure of MT with 

identified residual stenosis, and Gateway balloon is not de-

signed to deploy a Neuroform Atlas stent. However, this inno-

vative off-label technique revealed its effectiveness and safety 

in our study. Heparinization was performed immediately be-

fore the procedure, but we did not analyze activated clotting 

time. Longer-term angiographic follow-up data for restenosis, 
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in-stent thrombosis, and stent occlusion were not obtained. 

Furthermore, other potential unmeasured confounding vari-

ables were not controlled for, although every effort was made 

to adjust for the possibility of spurious results. Nevertheless, 

we described a procedure to treat ICAS with the Neuroform 

Atlas stent through Gateway angioplasty balloon without an 

exchange maneuver. In addition, we presented a method to 

treat ICAS accompanied by acute occlusion with a focus on 

peri-procedural safety and patency of blood flow during the 

acute period. We are currently conducting additional long-

term clinical and radiological follow-up studies.

CONCLUSION

In cases with failure of MT caused by residual ICAS, Neu-

roform Atlas stenting could be an effective rescue modality 

for maintaining distal f low, with its high successful recanali-

zation rate and tolerable patency. Furthermore, it had a low 

peri-procedural complication rate, even in emergency proce-

dures without pre-antiplatelet medication. Our results indi-

cate that the Neuroform Atlas stenting is another treatment 

option for patients who have residual ICAS with acute occlu-

sion. The unique characteristics of the Neuroform Atlas stent 

enable its direct delivery through the lumen of the Gateway 

angioplasty balloon, without the need for an intracranial ex-

change maneuver. Future long-term follow-up results and 

prospective multicenter, randomized controlled trials are 

needed to corroborate our findings.
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